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FOREWORD 


This Indian Standard (Part 4) (First Revision) was adopted by the Bureau of Indian Standards, after the draft 
finalized by the Nuclear Energy for Peaceful Applications Sectional Committee, had been approved by the 
Chemical Division Council. 


Uranium (30), radium (Ra), strontium (Sr), iodine (31) and cesium (P7Cs) are the radionuclides of importance 
in environmental radioactivity monitoring. Except uranium, other radionuclides in environmental samples are 
evaluated by separation and the radioactivity is measured by either of alpha, beta or gamma radiation, emitted by 
the radionuclides. 


This standard was originally published in 1994 for measurement of radium in environmental samples. Radium 
(25Ка) is one of the radionuclides of importance in environmental radioactivity monitoring. 


This method is applicable to environmental waters (sea water, drinking water) after pre-concentration, samples of 
biological (fishes, aquatic weeds) and mineralogical origin (ores, rocks, soil, etc), which are brought into solution 
by appropriate chemical methods. 


In this revision, terminology given in the standard have been aligned with the terminology given in other parts of 
IS 14194. 


All laboratories shall be duly certified by Atomic Energy Regulatory Board, Government of India for carrying out 
analysis or measurement of radioactivity in commodities. 


This Indian Standard is published in five parts. The other parts in this series are: 
Part 1 Gross beta activity 
Part 2 Gross alpha activity 
Part 3 Uranium 
Part 5 Sampling 
The list of experts who contributed significantly to the formulation of the standard 18 given in Annex A. 


In reporting the result of a test or analysis made in accordance with this standard, 1f the final value, observed or 
calculated, is to be rounded off, it shall be done in accordance with IS 2 : 1960 *Rules for rounding off numerical 
values ( revised y. 
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Indian Standard 


RADIONUCLIDES IN ENVIRONMENTAL 
SAMPLES — METHOD OF ESTIMATION 


PART 4 RADIUM 


( First revision ) 


1 SCOPE 


This Indian Standard (Part 4) prescribes method of 
estimation of radium in environmental samples such as 
biological, mineralogical and water samples. 


2 REFERENCES 


The following standards contain provisions which, 
through reference in this text, constitute provisions of 
this standard. At the time of publication, the editions 
indicated were valid. All standards are subject to 
revision, and parties to agreements based on this 
standard are encouraged to investigate the possibility 
of applying the most recent editions of the standards 
indicated below: 


15 №. Title 
14194 (Part 2) : 2013 Radionuclides in 
environmental samples — 
Methods of estimation: Part 
2 Gross alpha activity 
3 TERMINOLOGY 


For the purpose of this standard, the following terms 
shall apply. 


3.1 Activity — The number of spontaneous nuclear 
transformations occurring in a given quantity of 
material during a suitably small interval of time divided 
by that interval of time. It is commonly expressed in 
Becquerel (Bq), formerly expressed in Curies. 


NOTE — Sometimes used to designate a quantity of 
radionuclide (also called disintegration rate). 


3.2 Nuclide — A species of atom characterized by its 
mass number, atomic number and nuclear energy state, 
provided that the mean life in that state is long enough 
to be observable. 


3.3 Radionuclide — An unstable form of a chemical 
element that radioactively decays, resulting in the 
emission of nuclear radiation. 


4 PRINCIPLE 


In this method, radium-226 in solution is determined 
by storing the solution for a known period in a-bubbler 
assembly and collecting the built-in radon gas in a 
scintillation cell and counting alpha activity after 
attaining equilibrium with radon daughters. 


Radium-226 — Radon-222 — Polonium-218 — 
Lead-214 => 


(T..:1600y)  (T,:3.8d) (Т, 3.05 m) 


12° 12° 1/27 


(T,.: 26.8 m) 


1/2* 


Bismuth-214 — Polonium-214 — Lead-210 
(Т: 19.7 m) (T,,:10.4s)  (T,,:22 y) 


1/2 * 1/2 * 1/2 * 


5 APPARATUS 


5.1 Radon Bubbler, of 2 cm diameter and 40 cm 
height (see Fig. 1). 


5.2 Scintillation Cell (Lucas Type), see Fig. 2. 
5.3 Vacuum Pump 
5.4 Hypodermic Needle 


5.5 Alpha Counting System Consisting of High 
Voltage Unit 


5.6 Timer 


5.7 Scalar with a Photomultiplier Assembly 
6 PROCEDURE 


6.1 Transfer a known volume of Ше sample to the radon 
bubbler. 


6.2 Connect the vacuum pump to the bubbler inlet; 
open the stopcocks 51 and 52 and pass air through 
the sample to scrub the sample solution of any built-in 
radon-222. 
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6.3 At the end of the scrubbing, lasting for about 5 min 
close the stopcocks, put off the pump and disconnect 
the bubbler. 


6.4 Leave the solution in the bubbler to stand for a 
known period (£j), say about 15 days (3-5 half-lives 
of radon-222) to allow sufficient build-up of radon 
activity. 


6.5 At the end of the desired radon build up period, 
connect an evacuated (up to 0.1 Torr) scintillation cell 
(Fig. 2) of a predetermined background to the bubbler 
through a hypodermic needle (No. 19 or 20). 


6.6 Open slowly but immediately, stopcocks (S1) at 
the top to allow entry of air carrying radon from the 
bubbler into the cell, then open stopcock (S2) to admit 
air through the solution column, resulting in a vigorous 
bubbling which will ensure complete release of radon 
from the solution and collection of the same in the 
scintillation cell. Contribution from radon present in air 
can be neglected or corrected from blank run. 


6.7 Disconnect the scintillation cell from the bubbler 
after closing S1 and S2 when radon collection appears 
complete (air bubbling stops). Quantitative collection 
of radon in the cell is indicated by a gradual decrease to 
ultimate stoppage of effervescence in the bubbler. 


6.8 Store the radon containing cell for a known period 
(t,) of about 4h or more to allow radon daughters to 
reach equilibrium with radon. 


6.9 At the end of the storage period, connect the 
scintillation cell to the photomultiplier assembly and 
count the alpha activity for a period (t,) of 10 min 
or half an hour depending on count rate observed 
in accordance with the method prescribed in 
IS 14194 (Part 2). 


6.10 The radium-226 content of the solution in 
the bubbler can be derived as follows by using the 
appropriate build up and decay factors for radon-222, 
which is a function of the build-up period and decay 
constant of radon-222. 
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Radium-226 (Bq/ml) for the sample in the bubbler = 
Нав 1 1 2-1 
V 


— X — амыг 
c e^ 1-е ^ 1- e^ 


R.= observed count rate of sample + background, 
in count per hour; 

R = observed background count rate, in count per 
hour; 


В. = calibration constant for the scintillation cell 
(that 1s, observed net counts per hour corrected 
for growth and decay factors per Bq of 
radium-226 standard solution); 


X= decay constant for radon-222 (0.00755/h); 

t = time interval between radon collection and 
counting, in h; 

+ = time interval allowed for growth of?” radon, 
in h; 

t, = time interval of counting, in h; and 


V= volume of sample solution in the bubbler, 
in ml. 


Radium-226 can also be derived by the following 
formula: 


R.- 
Radium-226 (Bq/m) = — х —— x 
adium (Bq/ml) Е; ABV 
where 
A = factor for decay of 22 radon = (൦), 
В = factor for growth of 7’ radon = (1 — e??), and 
C= factor for correction of 222 radon decay during 


В 


counting period of t, h = 


]eg ^" 
NOTES 
1 Factors А, Band C are given in Table 1 for different time 
intervals. 


2 Calibration constant R, has to be determined using known ?* 
Radium standard solution. 
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Table 1 Factors for Decay of Radon-222, Growth of Radon-222 from Radium-226, and 
Correction of Radon-222 Activity for Decay during Counting 


( Clause 6.10, Note 1) 


Time Factor for decay of Radon 222 Factor for growth of Radon 222 from Factor for correction of Radon-222 
Radium 226 activity for decay during counting 
А=е^ B=1-e* С- At, A —е № 

Hours Days Hours Days Hours 

0.0 1.000 0 0.000 00 1.000 
0.2 0.998 5 0.001 51 1.001 
0.4 0.999 7 0.003 01 1.001 
0.6 0.995 5 0.004 52 1.002 
0.8 0.994 0 0.006 02 1.003 
1 0.992 5 0.834 3 0.007 52 0.165 7 1.004 
2 0.985 0 0.696 0 0.014 99 0.304 0 1.008 
3 0.022 40 0.419 3 1.011 
4 0.029 75 0.515 6 1.015 
5 0.037 05 0.595 9 1.019 
6 0.044 29 0.662 8 1.023 
7 0.051 48 0.7187 1.027 
8 0.058 61 0.765 3 1.031 
9 0.065 69 0.804 2 1.034 
0 0.072 72 0.8367 1.038 
11 0.079 69 0.863 7 1.042 
2 0.086 62 0.886 3 1.046 
3 0.093 49 0.905 2 1.050 
4 0.100 31 0.920 9 1.054 
5 0.107 07 0.9340 1.058 
6 0.1138 0.9449 1.062 
7 0.120 5 0.954 1 1.066 
8 .127 1 0.961 7 1.069 
9 .133 6 0.968 0 1.073 
20 1402 0.973 3 1.077 
21 4146 6 0.977 1 1.081 
22 11530 0.9814 1.085 
23 1594 0.984 5 1.089 
24 .165 7 0.987 1 1.093 
25 .172 0 0.989 2 1.097 
26 .178 2 0.9910 1.105 
27 0.992 5 1.105 
28 0.993 7 1.109 
29 0.803 4 0.005 2 0.196 6 0.994 8 1.113 
30 0.797 3 0.004 4 0.202 7 0.995 6 1.118 
31 0.7913 0.003 6 0.208 7 0.996 4 1.122 
32 0.785 4 0.003 0 0.214 6 0.997 0 1.126 
33 0.779 5 0.002 5 0.220 5 0.997 5 1.130 
34 0.773 6 0.002 1 0.226 4 0.997 9 1.134 
35 0.767 8 0.001 8 0.2322 0.998 2 1.138 
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Table 1 ( Concluded) 


Time Factor for decay of Radon 222 Factor for growth of Radon 222 from Factor for correction of Radon-222 
Radium 226 activity for decay during counting 
А=е^ В-1-е“ C=Ar/I-e” 

Hours 
36 1.142 
37 1.146 
38 1.150 
39 1.154 
40 1.159 
41 1.163 
42 1.167 
43 1.171 
44 1.175 
45 1.179 
46 1.184 
47 1.188 
48 1.192 
49 1.196 
50 1.201 
51 1.205 
52 1.209 
53 1.213 
54 1.218 
55 1.222 
56 1.226 
51 1.231 
58 1.235 
59 1.239 
60 1.244 
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